Exoskeletal robots are used as high-tech products in the military, health and industrial applications. The integration of robots and humans offers new opportunities for the creation of new assistive technologies that can be used in biomedical, industrial and military applications. This paper presents the mechanical design, modeling and simulation of 2 degrees of freedom (DOF) upper limb exoskeletal robot. The system can be used both for supporting load lifting and for rehabilitation of upper limbs. A load cell was used to measure the applied load. Encoders were used to measure the shoulder and elbow joint angles. An electromyograph was developed to measure muscular activation. In this study, simulation was conducted with the PID position control, however the system hardware is applicable for a force control architecture.
INTRODUCTION
In the growing research area of wearable robotics, exoskeletons are designed and developed to assist human limbs in various tasks. They are used in various areas such as military, medical and industrial applications in order to support the motion of human limbs. In the medical applications, the main purpose of the use of the exoskeleton robot is to support and rehabilitate the limbs.
The development of exoskeletons has begun in 1950s. There are various researches on exoskeletal robots in the literature. Some of these studies were developed for the load carrying applications, some were developed as the mobility assistants for elderly and disabled people, and some were developed for the rehabilitation purposes.
Heavy loads can typically be transported by devices such as cranes, wheeled vehicles and industrial robots. Despite the widespread use of these devices in industry, many tasks are still performed manually by workers. Manual handling activities are closely related to work-related musculoskeletal disorders [1] . Various exoskeletons are developed to help workers. Walsh et al. [2] designed an exoskeleton to transmit payload forces to the ground during the walking cycle. E. Yagi et al. [3] presented a system which helps agricultural laborer to carry heavy loads. Kim et al. [4] designed a lower limb exoskeleton to help the user to walk and to stand up from sitting in loaded conditions. Fontana et al. [5] designed 22-DOF electrically powered full-body exoskeleton to transport and to handle heavy loads up to 50 kgs, with one hand at worst-load conditions. Ghobj et al. [6] designed 4-DOF pneumatically actuated upper limb exoskeleton suit which is able to carry 8 kgs. Huysamen et al. [7] designed an exoskeleton to provide mechanical assistance to the body during lifting and lowering tasks to reduce body loading, back muscle activity and contact pressure. The system includes servo mechanisms and haptic devices. Exoskeletons are used to carry dangerous jobs as well as lifting loads in the industry. Umetani et al. [8] designed an exoskeleton system to be used in dangerous areas such as underwater and space etc. Yu et al. [9] designed a 7-DOF upper-limb exoskeleton for helping refractory construction operations in furnaces.
Various exoskeletons have been developed in order to improve the quality of lives of the old and disabled people and to help them in their daily life. Kiguchi et al. [10] designed an EMG controlled system to support the old and disabled people. Kong et al. [11] designed a wearable lower limb exoskeleton to help people for walking, sitting and standing up. Kiguchi et al. [12] designed a 3-DOF upper limb exoskeleton to assist physically disabled, injured, and elderly people. Besides these studies, there are many other examples of assistant exoskeletons [13] [14] [15] [16] .
Another application area of the exoskeletons is physical therapy and rehabilitation. Gupta and O'Malley [17] designed a 5 DOF haptic upper limb exoskeleton for training and rehabilitation in virtual environments. Vertechy et al. [18] proposed an exoskeleton design with a modular architecture for the rehabilitation of upper extremities. Ren et al. [19] designed an 8+2 DOF exoskeleton robot named IntelliArm. The robot is capable of controlling the upper limbs individually and simultaneously, and it helps to complete the rehabilitation. Martinez
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In this paper, we present the design and production of a low-cost 2-DOF exoskeletal robot system for upper limbs. The main aim of this system is providing a low-cost solution with a novel exoskeleton mechanism design. The dynamic models and simulations are presented. The position based controller are used to control the system. In the system, there are position sensors for the measurement of the joint range of motions and force sensors to measure joint forces. Unlike other systems, the force sensor was placed in continuous contact with the palm of the hand in the mechanical design. Both biological and biomechanical parameters can be used as feedback. The system can be used to achieve therapeutic exercises, to measure the biomechanical parameters or to help workers in load carrying applications.
FUNCTIONAL REQUIREMENTS AND DESIGN PARAMETERS
Functional requirements and design parameters of developed system are listed in Table 1 .
Table 1. Functional Requirements and Design Parameters

Functional Requirements Design Parameters
Has to be ergonomic The robot length is adjustable in sake of the comfort of the user and to be used by various size of arms
Proper movement ability 2 DOF to perform shoulder and elbow movements
The operator should carry 5 kg load easily Motor torques and static calculations
Has to be light and strong 6013 T6 aluminum material
MECHANICAL DESIGN
The system has 2-DOF to perform shoulder and elbow movements. The design parameters are considered during the mechanical design process. Static analysis is performed with respect to load capacity of the system. The CAD drawings and photos of the system can be seen in Figure 1 . The design is improved with respect to static analysis. The robot has an ergonomic design for which the length of the mechanism can be adjusted according to the arm length of the user. It is mobile thanks to the lockable wheels. The system is proper to use both arms. The handle includes a force sensor.
STATIC ANALYSIS
Free body diagram (FBD) of the robotic system can be seen in Figure 2 . Static calculations are evaluated with respect to the FBD. Static equations for the |CD| part are:
where denotes the force in x direction, the force in y direction, the force acting at C point, the weight, the mass and the gravity.
The static calculations are performed by isolating the links. First, the effects of load and the link weight on lower arm link |CD| are calculated. Then, the results are transformed to the upper limb, and static analysis is performed for the upper limb. According to the static analysis, the region A requires special consideration since it has the most bending. Analysis results are shown in Fig. 3 and 4 .
As can be seen from the analysis, the yield strength for 6013 T6 aluminum material is 2.750x10 8 . This value is not exceeded for both links. As a result, the link thicknesses are decreased. The resulting links are bent off-axis. What occurred due to applied force is not distributed even over the link. In practice, there is a bearing in the inner surface which helps the load to be distributed evenly.
In order to choose motor and complete the system strength analysis, the static calculations for the 0 degree are not enough. The joint moments are changing with respect to limb angles. The moments are calculated by MATLAB. The results can be seen in Figure 5 . 
KINEMATIC ANALYSIS
Robot kinematics is used to analyze position, velocity and acceleration of the system [1] . Furthermore, the relation between end-effector position and joints are defined.
Forward Kinematics
The forward kinematics computes the position and the orientation of the robot end effector with respect to its base. The calculations are crucial for the control application. Forward kinematics is calculated using Denavit -Hartenberg convention. The links axes can be seen in Figure 6 . Table 2 . 
Inverse Kinematics
The inverse kinematics calculates the joint angles for the given end-effector position and orientation. For the serial manipulators, the inverse kinematics is more complex then forward kinematics due to nonlinear equations. Inverse kinematics is given as follows:
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The 12 equations are derived after the matrix multiplications. Among 12 equations, the following 2 equations are used to solve inverse kinematics problem.
After squaring the both sides and several algebraic manipulations, the following equations yield 
where θ1 and θ2 are the joint angles, L1 and L2 are the link lengths, px and py are the x and y positions of the end effector. 
ELECTRONICS HARDWARE
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The electronic hardware block diagram is presented in Figure 7 . The graphical user interface helps to choose mode and adjust mode parameters which are sent to the Arduino MEGA microcontroller. These parameters are used in the control algorithms. All of the sensor outputs, such as force and position feedbacks, are collected in the Arduino MEGA. The EMG signals during the exercise are transferred to the PC via a Bluetooth module.
Arduino MEGA
Arduino MEGA microcontroller is used to collect the data from sensors, process the signals and implement control algorithm.
Motor -Gear -Encoder
Motors are chosen according to the load capacity and movement ability of the human arms. Motor torque should carry the load and weight of the arm. On the other hand, motor velocity and acceleration should be enough to perform elbow and shoulder movements. The motor -gear -encoder specifications are presented in Table 3 . All of the steps can be realized by OP-AMP circuits. For more details, see [27] .
Force Sensor (FSR 402)
The applied force at the end-effector is measured with FSR 402 Short Force Sensor. With the help of the force sensor and control algorithm, the operator never experiences a load more than 1 kg. During the exercise mode, the sensor is used to measure patient force. Force sensor is placed at the end effector and can be seen in Figure 9 . The sensor is in contact with hand palm continuously. This type of structure is not used in other similar systems. Figure 9 . Force sensor is placed at the end effector handle.
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Bluetooth Module (HC06)
To communication between PC and robot is realized by HC06 Bluetooth module. The module communicates at 2.4 GHz and has a range of 10 meters.
MODELLING, CONTROL AND SIMULATION Mathematical Modelling
In this section, the mathematical models are presented. For the elbow motion, only the lower arm is active whereas both the lower and upper arms are active for the shoulder motion. DC motor model can be seen in Figure  10 .
J ia(t) ea(t)
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Furthermore,
After combining (14) with (15) and (16), the equations (17) and (18) yields.
Elbow Movement 
where 1 is the gear ratio, is the moment of inertia, and are rotor and gear frictions, are the number of teeth of the gears. If 1 is replaced; 
After some algebraic manipulations, following transfer functions are derived: (32)
Simulation and Control
The simulations are used to tune the PID coefficients. The impedance control method will be implemented in future works. Simmechanics model can be seen in Figure 11 . 
OPERATION MODES OF THE EXOSKELETAL ROBOT
The developed exoskeletal robot includes 3 different modes: (1) load lifting, (2) passive exercise and (3) resistive exercise modes.
Load Lifting Mode
This mode helps the operator to lift a load. While the operator is carrying a load, the EMG signals and the force sensors data are evaluated at the microcontroller. The control algorithms adjust the motor torque with respect to those data.
Passive Exercise Mode
The purpose of this mode is to rehabilitate the arm. The range of motion is entered from the GUI. The exoskeletal system performs the passive exercise in this range of motion. EMG signals are sent to the PC via Bluetooth module.
Resistive Exercise Mode
The patient works his/her muscles against the motor torques. The biomechanical parameters which are output of the force sensor, the joint angles and EMG signals are saved in a database.
CONCLUSION
In this study, a low cost 2-DOF exoskeletal robot is designed and controlled to perform therapeutic exercises and support workers in the load carrying tasks. The mechanical properties, electronics hardware, mathematical modelling and control algorithms are presented.
The developed exoskeletal robot can be used in the load lifting applications, performing therapeutic exercises and the measurement of biomechanical parameters. It can increase the life quality of old and disabled people. It can make the treatment at home possible.
In order to extend this study, the force-based controller structure can be developed. The system can be made lighter, more modular and wearable. Furthermore, the system will be tested with healthy subjects and patients.
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